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ABSTRACT

Two prototype models of low band pass transformers being
developed for Naval Weapons Laboratory, Dahlgren, were evaluated. Each
was found to provide more than 40 db loss from 20 Kc to 1 Mc, and at 1
and 10 Ge. Temperature rise with 10 watts input was determined to be
less than 100°C in 30 minutes, well within specifications.

A theoretical development is given which shows the order of
magnitude of changes in alternate maximum and minimum voltages on a low
loss transmission line having a high VSWR. It was found that in trans-
mission lines normally assumed lossless the change in successive voltage
minima may be as high as 7%; for line that might be thought "low loss",
the change could be considerably greater.

v v
Voltage min-max power measurements (P = _m_i%_m) in a wave~

guide are discussed. So as to avoid the concept inowaveguide, power
is determined by the expression P =k / Dmax ﬁmin' where Dma.x and D min
are voltage probe indications and k is an experimentally determined
constant. Details of the method are given.



THE FRANKLIN INSTITUTE . Laboratories for Research and Development

P-B1980-6

SUMMARY

Two prototype low band pass transformers (LBT's) developed by
Weston Instruments were examined to find the terminated power loss, at
low frequency and low power. With a one-ohm termination both gave greater
than 4O db power loss in the 20 Kc to 1 Mc frequency range. The losses
at 1 and 10 Gc are determined, and appear to be greater than 40 db. At
these two higher frequencies, 10 watts of power were applied, and the
temperature ris;« ver.a 30 minute int%vﬁ% note” Temperatures do
not exceed 1007°C for one unit, and 80 or the other. From these data,
unit number 58A appears more desirablé. Power loss at 30 and 250 Mc are
to be determined, and if input power can be raised to 5 or 10 watts we
shall determine the temperature rise as well. On the basis of these data
Weston will freeze their design, and prepare to develop final production
models. These should be available for tests in early March at the latest.

A theoretical development was initiated to substantiate the
large losses indicated for a supposedly lossless line by the results
obtained with the voltage min-max method of power measurement. This
analysis supported the experimental results and once more indicated that
low loss line can become quite lossy when large standing waves occur
on it,

In preparation for a high frequency evaluation of the protected
MARK 7 MOD O ignition element we have investigated the voltage min-~max
power measuring technique adapted to waveguide,.  Because of the uncertainty
of the concept of characteristic impedance in wayeguide systems the
defining equation was modified to eliminate this Yarameter, resulting in
the expression.

where Dmax and Dmin are related to Vmax and Vmin’ and k is an experi-

mentally determined constant.

Detailed procedures for a precision firing test are developed.
It is first necessary to calibrate the slotted line probe. The probe is
then used to measure a low level power supplied to a live item, and the
power compared to the total power delivered to the system. This compar-
ison results in a system efficiency factor which, when applied to actual
firing power levels gives the power to the base of the device under test.
The distinctive feature of this procedure, compared to earlier work, is
that a source of small output power is used in place of the actual source
used in the firing test. It is believed that this yields better accuracy.

ii
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Extension of this technique for pulse firing tests is under
congideration. Some work is planned to resolve the many uncertain factors

that appear to limit the feasibility of this approach. Some effort must
be directed toward this problem before we can perform the stated pulse
firings of the MARK 7 elements., Improvements to the technique for CW
work may enhance the chances for successful pulse tests.

iii
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1. EVALUATION OF PROTOTYPE LOW BAND-PASS
TRANSFORMERS

Under contract with the Naval Weapons Laboratory, the Weston
Instrument Division of Daystrom Corporation is developing a low band
pass transformer (LBT), to by-pass low frequency currents and impede
the flow of high frequency energy; 4O db or greater loss is required at
100 K¢ and beyond. Furthermore, the unit must have the ability to
dissipate 10 watts of power in the stop band. o

Weston's testing capability is limited to frequencies below 100
Kec. They have therefore requested Franklin Institute to evaluate their
transformers from this point to a maximum of 10 Ge. Accordingly two
prototype models were delivered for tests to determine which should be
chosen as a final design. The essential difference, according to
manufacturer's information, was that one had coils wound with asbestos
insulated wire, the other uses a standard magnet wire.

The prototypes were delivered without connectors, the choice
of approved couplings being still unsettled. Our test facility is
designed around extensive use of coaxial transmission systems; these
IBT's are of shielded twin-lead configuration. We were asked to
evaluate the loss in accordance with the design use. Accordingly,
General Radio connectors were mounted as indicated in Figure 1-1, This
alteration distorts the "balanced-to-ground" feature typical to shielded
twin lead components and should thereby degrade the loss characteristic
of the item. Consequently if the item shows 40 db in this configuration,
it should provide at least this amount when properly deployed.

We were asked to determine the power loss ratio while the
transformers were terminated in a one-chm load. Data wad to be collected
for several frequencies within 0.1 to 10,000 Mc. In addition we were
to determine the temperature rise of the primary coil winding (and,
if convenient, the secondary) with 10 watts of power applied. Temperature
rise was to be determined at two or more frequencies. ..

-1 -
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So far, we have determined the power loss at 20, 100, 250,
500, 800 and 1000 Ke with low power excitation, and have estimated it
to be greater than 4O db at 1000 and 10,000 Mc. We have determined the
temperature rise, as well, at these latter frequencies.

Power loss measurements are summarized in Table 1-1 and are
shown plotted in Figure 1-2,

Table 1

LOW POWER INPUT, POWER LOSS FOR PROTOTYFE LBT's

#57 #58A
Frequency Pin PL TPL Pin PL TPL
?i‘m (watts) (d watts) (db) (watts) (M watts) (db)
0.020 0.338 0.45 58.8 0.306 11.25 LL.3
0.100 0.049 0.18 53.9 0.038 0.198 52.9
(0.179) (0.66) (54.3) - - -
0.250 0.018 0.003 68.1 0.165 '0.011 7.6
0.500 0.021 0.003 68.8 0.086 0.001 78.3
(5.781) (0.125) (76.7) - - -
0.780 0.032 0.001 74.0 - - - .
0.800 - - - 0.036 0.002 73.0
1.000 0.018 0.08 53.6 0.017 0.002 69.0
Py
NOTE: TPL(== 10 log 3-2) given is for P, /PL before P; is rounded off
L n

to the three places shown.

The data indicated by arrows in the Figure were determined at a power
level above which evidence of distortion was observed. Because of the
technique used, distortion precludes a reliable determination., It had
been agreed in discussing these tests with a Weston representative that

it was of paramount interest to demonstrate that these units would provide

-3 -
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loss in excess of 40 db. Moreover, it was stated by Weston that their
units would provide higher loss with higher power excitation. (This is
somewhat born out by the two sets of data points plotted for XFMR No. 57
at 100 and 500 Ke). Because of the stated urgency, these data were
presumed to be satisfactory in showing the nature of the frequency-loss
characteristic, which, within the range of test frequencies, shows both
units to exceed the loss specification.

At 1000 and 10,000 Mc it was not possible to detect an output
signal above the equipment noise level. Since a signal of one milliwatt
could have been readily detected, if it were present, and since the power
input was on the order of 10 watts we conclude that the power loss is in
excess of 4O db. For both frequencies, the 10 watts input power was
delivered to a matched system comprising the one-ohm-loaded transformer
preceeded by a matching section. Since the SWR determined at 1000 Mc
was on the order of 10 to 1, experience tells us that a tuner used with
this load should have insignificant loss. .

Temperature rise was determined at both 1000 and 10,000 Mc for
both units. Results of these tests are shown in Figure 1-3. In the
interest of expediency these data were taken only for a 30-minute exposure.
Weston had claimed that the temperature would reach stability within
4LO-minutes. Our first set of data (#584 @ 1000 Mc) indicated a very close
approach to stability at 30~minutes, fostering the decision to terminate
measurements after this lapse of time. Extrapolating the curves so as
to predict maximum temperature at 40 minutes gives no cause for alarm.

We are advised that the units should withstand 110°C temperature rise.

On the basis of the data collected so far, it would appear
that model #58A has a slight edge, though either unit would satisfy
‘requirements. This unit has the lowest temperature rise, and shows a
better loss characteristic., In this regard, a word of warning is in
order. Item #57 gives evidence of a loss characteristic which decreases
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sharply at 1 Mc. This may indicate that the 4O db limit may be violated
at a slightly higher frequency. An attempt was made to obtain data at
3 Mc to check this point, but frequency response of oscilloscope pre-
amplifiers prohibited our acquiring meaningful data. Improved equipment
will be assembled at another time to check this one point in question.

2. CALCULATIONS OF VOLTAGE MAXIMUMS AND MINIMUMS
ON LOW LOSS TRANSMISSION LINES
HAVING HIGH VSWR
Results of experiments of voltage maxims and minima from which
we determine net power by the voltage min-max technique indicated that
what was supposedly very low loss line was,in fact, absorbing considerable
power, In order to resolve the difference, an analysis was performed.

Since the & X\ product of the transmission line in question was
not accurately known, a value of 0.00173 was deducted from manufacturer's
literature, we decided to include in our investigation & A products
varying from 0.000346 to 0.0346. Two values for reflection coefficient
were considered. The first was 49/51, corresponding to the case of a
one~ohm resistive load terminating a 50 ohm system; the second was 39/41,

a value determined from voltage min-max measurements.

The influence of voltage reflections from improper terminations
upon power loss on transmission line systems is well covered in the
literature.l We will use in our development the same notation as in

Moore, as shown in Figure 2-1. .

The total voltage on the uniform line of characteristic impedance
Z, and propagation constant '=a+ J 8 can be expressed as

(1)Richard K. Moore, Traveling Wave Engineering, McGraw Hill, N.Y. 1960,
pp. 155-183.
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Fl6.2~L  TERMINATED UNIFORM TRANSMISSION LINE

_ gtf Td , -« =Id
Vt—V(e + P, e ) 1)

where d is the position coordinate

+

7 is the voltage incident on the load

® is the reflection coefficient = [po[ LE_=

ZL - Zo
wsme—= by definition
ZL * Zo
7. is the total voltage at a distance d from
the load

g = %E, the phase constant

@ = the attenuation constant

A = free space wavelength

The location of the maxima and minima of the total voltage can
be found by setting the partial derivative of the magnitude of the
bracketed quantity in equation 1 equal to zero. The resulting
transcendental equation that defines these locations is

-8 -
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(6% - |o,)% %)= 28|7%,| (stn [28d - 61) [2]

If we limit ourselves to systems in which a A s .04 andeO'; 1
equation 2 can be reduced to

d d
.08 S -008 3
e )‘- e )‘=100ﬂ'(sin[lm%- 9]) [3]

Further, if we are interested only in locations out to about d = 2A,

we can rewrite equations 3 at this worst location as

1.16 - = 100m (sin bn d ) %]

116

since e =1 + x for small x.

Within the limits imposed by our assumptions we may say that
the locations of minima and maxima sre given approximately by the
solutions of

3= oot o AT
Toom -~ -00L sm[ Y 9] (5]

The obvious approximate solutions (.00L = 0), those assumed in perfectly

conducting line, are:

(6]

Q.
il
3
=i
+
3o
=i

The actual solutions to equation 5 determined by solving sin x = .001,

(in terms of 2m d) differ from equation 6, by less than .07 degree.

Since there is so little difference between actual and approximate

solutions we have used % as the distance between successive voltage extremes.

-9~
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Using this approximation and assuming the termination to be a pure
resistance of magnitude less than the characteristic impedance of the
line (i.e. @ = 180°) the maxima and minims can be written from eguation

1l as

qgh g A
- —wt 22 - -q 22 |=
v [e +!°o|e ] v [7]

)y A
s _e*| "%2_ -, ."%2 |
Vmin_v [e -|po' e —Vn (el

n=0,1,2,3-=-~-

Under these conditions the minimums will occur at successive half wave-
lengths starting at the load and maximums at the intervening quarter-
wavelength positions.

Equations 7 and 8 were evaluated for six values of a A and
two values of reflection coefficient. From these calculations, three
significant parameters were determined:

Vn’ the voltage mininum

Vv -V
‘-ET-B:l, the relative change in voltage maximum

n=-1 ’

Vv -V '
4—‘,—9-—]‘, the relative change in voltage maximum
q-1

-10 -
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These parameters are shown graphically in Figures 2-2 through 2-4. The
actual calculations were carried to six significant figures, using the
exponential expansion
2
ex=1+x,+§?+j£! -———
A useful fact uncovered in the setup of the calculations was
that the approximation e =1 + x is accurate to

Ol if x < 1414
.001 if x < OLLY
0001 if x < 01414
.00001 if x < 00447
.000001 if x < .001414

Figure 2-3, indicates that the determination of the attenuation
of a low-loss line is theoretically possible if the reflection coefficient
is known and accurate voltage measurements can be made at the null
positions of the voltage standing wave. Conversely, it is also
theoretically possible to determine the reflection coefficient (real)
if the nmull voltages and attenuation are known. These observations
are of course subject to the approximations we made earlier, that the
magnitude of the reflection coefficient is close to unity and the
o A product is within the range investigated.

These results validate a number of seemingly questionable
observatims made in experiments to verify the voltage min-max power
measurement technique. First, as indicated by Figure 2-4, we should
expect the voltage maximum changes along the line to be insignificantly
small; any change observed should give cause to suspect the measuring
equipment calibration. On the other hand, according to the evidence of
Figure 2-3, we can expect voltage minima to change drastically alorg

-11 -
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the line. The values predicted by these analyses are in good agreement
with experimental data presented in the preceding report. An auxiliary
consequence of comparing results of these analyses with experimental
data is the verification of the manufacturer's value for the a A product
for the line used in experimental work.

3. PRELIMINARY VOLTAGE MIN-MAX POWER
DETERMINATIONS IN WAVEGUIDE

To evaluate the RF power delivered to an electroexplosive
device we have developed an RF power transmission system which is
terminated by an impedance matching network and a mount containing the
device. Adjustment of the matching network transforms the impedance of
the device to that of the transmission line. If the network is lossless,
the incident power into the network equals the power dissipated in the
device. We have found, however, that losses in all transmission line
components located between the power source and the device increase as
a function of the standing wave ratio at the termination. To determine
the losses, or rather the system efficiency, with a specific device in
the terminating position, we must measure the net power delivered to the
base of the device, and at the same time measure the power delivered to
the matched system. Of the several methods that we have investigated
for making net power measurements we have found the voltage min-max
method to be the most promising, considering both ease and accuracy.
A method for calibrating a slotted transmission line to make this
measurement and s description of the application of this method for de-
terming firing system efficiency are discussed here. This technique has
been demonstrated to be feasible for coaxial systems; in the following
discussion we have made the needed adaptation to waveguide systems.
Evaluation of the protected MARK 7 MOD O ignition element at a frequency
above 1000 Mc will require this sort of system.

-15 -
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3.1 Slotted Line Probe Calibration Development

The net power through an arbitrarily terminsted transmission
line can be expressed in terms of the voltage standing wave maximum and
minimm® by

P = Vﬁﬁé-v—min (vatt) - (2]
- o .
where P = net power (watt):
Vméx = RMS magnitude of line voltage at a voltage maximum (volt)
Vi = RS 'magnitud;eﬁi of line voltaage..-'gt"'ar voltage minimum (volt)
Rb = characterlstip impedance of transmission line (ohm)

A slotted section of transmission line is used to measure Vmax
and V n To do this, a relationship must be established between the
slotted line probe output voltage and the true RF voltage on the trans- ) ;
mission line. By terminating the line w1th a power meter whose input
impedance equals R Fig. 3-1, we reduce the standing wave ratio to unity
so that the line voltage at any position V is related to the load power
PL by

P, =% (watt) (2]

Instead of finding V, directly, we shall simplify our work if
we determine Dx’ the probe output given by ’

1 Handbook of Electrical Measurements; Edited by Moe Wind, Polytechnic
Institute of Brooklyn, July 1956.

- 16 -
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= f(Dx) (watt) (3]

o"’fx“m

In an arbitrarily terminated system, values of D, ( Dax 2nd D min) ,
are obtained from the slotted line as shown in Fig. 3-2. These are
related to the corresponding quantities me and V min by equation 3]
which may be rewritten

Viax = A / f(ij R } (volt) ]

v = £(D

min min RO (VOlt) [5 ]

Combining [4] and [5] with [1] we get

P = [f(Dm) f(D min)]* (watt) l6)

If the calibration curve is used only in the linear range (a
result of the square law response of crystal detectors when the input
power is small), then f(Dx) = ka, and the calibration constant k is
obtained from

v2 R, P,
k= B2 = == (vatt/volt) (71

Equation (6], may then be reduced to
P, = k[Dm Dmir‘x_.lé (watt) (8]
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The elimination of R, from the final equation is essential if

we are to use this approach for measuring net power in waveguide aystems.

The slotted line calibration can also be used to determine the
standing wave ratio (S) at the termination. From equations [4] and [5] we
may develop the formula

s (9]
For measurements within the square-law region of the detector this
reduces to
D
s= [ & (10]
min

3.2 System Efficiency Measurement at 10 Ge

The voltage min-max power measuring technique was applied to
a 10 Gc waveguide firing system to determine its efficiency for a
specific electroexplosive device. This work was done in conjunction
with another program since the same procedures will be used in testing
the protected MARK 7 MOD O,

There are three phases involved in a precision firing test,
a test which requires a system efficiency calibration. First, the slotted
line probe is calibrated. Second, with the device to be tested termi-
nating the line, the system efficiency is determined. Third, the firing
test is performed with the transmission line system exactly as it was
in the efficlency test.

-19 -
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3.2.1 Slotted Line Probe Calibration

Figure 3-3 is a block diagram of the system for calibrating the
slotted liﬁé probe. A low-level power source is used during the first
two phases of the calibration, since we want the system efficiency to
be based on the "cold" impeiance of the electroexplosive device. The
klystron which-is used has the property of producing an output which is
sharply tuned to a specific frequency which is necessary if we are to
obtain a sharply defined Vmin on the stagqing wave., Although the probe
used with the slotted line is supposedly broadband, we do not permit
any variation of frequency during the efficiency calibration since it
might change the coupling factor between the probe and the line. A
directional coupler and frequency meter are used to monitor the frequency.

The slide-screw tuner located between the slotted line and the
thermistor is used to match the thermistor mount to the transmissisén line
so that the line voltage is flat. This is done by tuning the slide-screw
tuner for a maximum transfer of power to the RF power meter. If the
match is good, the standing wave ratio on the slotted line will be almost
unity. Any slight deviations can be averaged out by setting the position
of the slotted line probe équidistant between a maximum and a minimum.
Since the slide-~screw tuner is used to "match out" standing waves which
are already close to unity the loss with it can be assumed negligible.

The depth to which the probe penetrates the line is very
important. The probe appears as a shunt admittance across the line and
if it penetrates too deeply it will load the line sufficiently to cause
measurement error. A check for too much coupling can be made by watching
the power meter while traversing the line with the probe. If the pene-
tration is too deep, the reading of the power meter terminating the line
will change as the probe couples more or less power from the line depending
on its location relative to the voltggg standing wave. This effect is
accentuated if the power meter is not matched to the line. Through

-m-



P-B1980-6

NILSAS NOILYYEITYD I90¥d §-§ NS

THE FRANKLIN INSTITUTE e Laboratories for Research and Development

¥313IM
¥3L3N
170A0HIIN y3mod
¥01931930 LNNOW H3ALIN
IVISAND HOLSINEINL ADNINORNII
avol ¥3NNL W3 J
Awnna 1 1 i
* ¥314N00 ¥31dn0o 431400
! WNOILO3NIO UNOILI3NIC WNOILI3M10
1NNON vt NOILD36 1
VOLSINAEHL ~30rs 0311018
T T ¥OLV108!
o 01531930 1
au WASABD 394n08
Y
1 NOUASAIN
(W) 313w T
LIOAONIIN AddNS
yamod
NON1SAIN

®

-2l -




THE FRANKLIN INSTITUTE .« Labortories for Research and Development

P-B1980-6

experimentation we heve established a probe penetration as that which
produces about 30 mv of probe output voltage to every 10 mw of RF power.
This coupling factor, while sufficient to drive the microvoltmeter attached
to the probe, is small enough that there is negligible loading of the
transmission line. A calibration curve of D vs PL is plotted on log~log
paper so as to expand the lower part of the curve. We found that for
probe output voltages of less than about 30 mv the detector behaved as

a square-law device, with the output voltage D proportional to line power
PL. Figure 3-4 shows the hS-degree'calibration curve, Because of the
néise in low-level RF power meter readings we are unable to plot accurately
any points below 0.3 mv. We can say, however, that the device behaves

as a square-law detector over approximately 30 db of dynamic range which
(frém Equation 9) is equivalent to standing wave ratios of about 30:1.

If we are to measure ratios higher than this we must extend the calibration
curve beyond the square-law region using a calorimetric power meter as

shown in Figure 3-4.

3.2.2 System Efficiency Determination

Figure 3-5 illustrates a block diagram of the firing system
when making a system efficiency measurement. An unaltered (live) electro-
explosive device of the type being tested is mounted as if for actual
firing, With the applied frequency the same as for the calibration, and
the incident power level small (about 1 mw), the E-H tuner is adjusted
for a null at the reflected power indicator. This null should represent
a reflected power of less than 3% of the incident power. The slotted
line probe is then positioned at a voltage maximum. Because of the
knowledge obtained from calibrating the probe, we set the klystron output
so that Dmax is about 30 mv, the upper limit of the square-law response,
Then the probe is accurately positioned at a voltage minimum. At this
point, the RF power is turned off so that the microvoltmeter and the
power meter connected to the incident power directional coupler can be
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accurately geroed, When the system is turned on the incident power,
pi, and probe indication, Dmin’ are determined., The probe is moved to
& maximum where Dmax is read. The net power through the slotted section
is determined from equation [8], repeated here for convenience.

P =k (Dm Dm_n)i (watt) (el

The system efficiency calibration factor C, which includes losses in the
slotted line, E-H tuner and directional coupler, and the directional
couplers' coupling factor is found from

C = === [ll]

This means that the net power to this specific electroexplosive device
is related to the power measured prior to the matching network by

P =0Cp; (12]

3.2.3 Firing Test Precautions

The RF firing test is performed with the slotted section in
place since it was included in the system calibration., The calibrated
probe, however, must be removed since the RF energy required for firing
may be large enough to damage the detector. An insensitive probe inserted
in its place is lightly coupled to the line and supplies a "start" voltage
to the chronograph at the beginning of a test. The high power RF
generator used for the firing test should operate at approximately the
same frequency as that used for the calibration.,
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3.3 Proposed System Developments

Several system limitations were discovered while making the
10 Gc system calibration. If we desire to operate the slotted line probe
detector within its square-law region we are limited to about 30 db of
dynamic range, the result of a lack of a dc microvoltmeter sensitive
enough to read voltages lower than 10 microvolts on the one hand and a
maximum square-law output from the crystal of about 30 mv on the other.

This limits our standing wave measurements to values-of less
than about 30 to 1. Noise signals present in the microvol%mbter reading
when attempting to measure minimum line voltages of about 30 microvolts
further 1limit the accuracy of the net power measurement.

To provide a more accurate means of measuring high standing
wave ratios on waveguide slotted sections we are designing an adjustable

probe whose penetration is set by a micrometer screw.

The probe detectors will be connected to a meten having a full
scale deflection within the square-law limit of the probe, With the
slotted section connected to the power meter as described in Section 3.2.1
of this report we shall make a calibration of probe depth corresponding
to RF voltage on the line, to give a constant full scale reading of the
probe detector meter. If this calibration proves to be straightforward
we should be able to megsure standing wave ratios by varying the probe
depth for measurements of‘Vmax and Vmin' In this way we hope to eliminate
the need for a very sensitive microvoltmeter, the requirement that the
probe detector operate as a square-law device over a wide range of power,
and inconvenience resulting from the non-uniform loading of the trans-
mission line, when making Vmax and Vmin measurements.
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